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Abstract. The MOHAVE-2009 campaign brought together 
diverse instrumentation for measuring atmospheric water va- 
por. We report on the participation of the ALVICE (Atmo- 
spheric Laboratory for Validation, Interagency Collaboration 
and Education) mobile laboratory in the MOHAVE-2009 
campaign. In appendices we also report on the performance 
of the corrected Vaisala RS92 radiosonde measurements dur- 
ing the campaign, on a new radiosonde based calibration al- 
gorithm that reduces the influence of atmospheric variabil- 
ity on the derived calibration constant, and on other results 
of the ALVICE deployment. The MOHAVE-2009 campaign 
pennitted the Raman lidar systems participating to discover 
and address measurement biases in the upper troposphere and 
lower stratosphere. The ALVICE lidar system was found to 
possess a wet bias which was attributed to fluorescence of in- 
sect material that was deposited on the telescope early in the 
mission. Other sources of wet biases are discussed and data 
from other Raman lidar systems are investigated, revealing 
that wet biases in upper tropospheric (UT) and lower strato- 
spheric (LS) water vapor measurements appear to be quite 
common in Raman lidar systems. Lower stratospheric clima- 
tology of water vapor is investigated both as a means to check 


for the existence of these wet biases in Raman lidar data and 
as a source of correction for the bias. A correction technique 
is derived and applied to the ALVICE lidar water vapor pro- 
files. Good agreement is found between corrected ALVICE 
lidar measurments and those of RS92, frost point hygrom- 
eter and total column water. The correction is offered as a 
general method to both quality control Raman water vapor li- 
dar data and to correct those data that have signal-dependent 
bias. The influence of the correction is shown to be small at 
regions in the upper troposphere where recent work indicates 
detection of trends in atmospheric water vapor may be most 
robust. The correction shown here holds promise for permit- 
ting useful upper tropospheric water vapor profiles to be con- 
sistently measured by Raman lidar within NDACC (Network 
for the Detection of Atmospheric Composition Change) and 
elsewhere, despite the prevalence of instrumental and atmo- 
spheric effects that can contaminate the very low signal to 
noise measurements in the UT. 
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1 Introduction 

Water vapor is one of the most important components of the 
atmosphere when considering atmospheric chemistry, radi- 
ation, dynamics and clouds. Water vapor profiles with suf- 
ficient accuracy and temporal and vertical resolution are 
needed to resolve variability in this important parameter in 
support of studies in all these areas. Climate model pre- 
dictions indicate that water vapor will increase in the at- 
mosphere as temperatures increase due to climate change 
(Held and Soden, 2006; Oman et al., 2008; Boers and Meij- 
gaard, 2009; Whiteman et al., 2011b). The largest percentage 
changes are expected in the upper troposphere where model 
predictions show annual increases of up to 1 % and more 
during the current century (Soden et al., 2005; Boers and 
Meijgaard, 2009; Whiteman et al., 2011b). For these reasons 
and others, significant effort has been put into both measure- 
ments and modeling of upper tropospheric water vapor to as- 
sess long-term trends in water vapor concentrations and thus 
address the consequences of future changes in atmospheric 
water vapor amounts. International efforts such as the Ra- 
man water vapor lidar initiative within the Network for the 
Detection of Atmospheric Composition Change (NDACC), 
www.ndsc.ncep.noaa.gov, and the Global Climate Observ- 
ing System Reference Upper Air Network (GRUAN) , www. 
gman.org, are being established in response to the need to 
monitor water vapor trends in the atmosphere. 

MOHAVE-2009 (Leblanc et al., 2011) was held in Octo- 
ber 2009 at Table Mountain, CA, with the goal of character- 
izing a large suite of water vapor instrumentation used within 
NDACC. Information about the campaign can be found 
at http://tmf-lidar.jpl.nasa.gov/campaigns/mohave2009.htm. 
Here we report on the participation of the mobile system re- 
ferred to as ALVICE (Atmospheric Laboratory for Valida- 
tion, Interagency Collaboration and Education) in the MO- 
HAVE campaign. A wet bias was found in the ALVICE Ra- 
man lidar upper tropospheric and lower stratospheric (UTLS) 
water vapor mixing ratio measurements. A correction that is 
based on lower stratospheric water vapor climatology is de- 
veloped to address this wet bias and is applied to the ALVICE 
Raman lidar data processed for MOHAVE-2009. Reference 
to lower stratospheric climatology is found to be useful both 
for data quality control and for correction of Raman water 
vapor lidar measurements intended for scientific studies in 
the upper troposphere. The main body of this paper is de- 
voted to the rationale for, and development of, the wet bias 
correction. Several appendices are also provided that give 
more of the traditional calibration/validation results during 
the MOHAVE-2009 campaign. These appendices include in- 
formation on the performance of the corrected Vaisala RS92 
radiosonde during MOHAVE-2009; the development of a 
new radiosonde calibration technique that reduces the influ- 
ence of atmospheric variability on the derived lidar calibra- 
tion constant; the quantification of the full uncertainty budget 
of Raman lidar water vapor mixing ratio measurements; the 


development of specific data products for optimum compar- 
ison with radiosondes, satellites or other lidar systems; and 
a comparison of Integrated Precipitable Water (IPW) from 
lidar and GPS. 

2 ALVICE 

ALVICE consists of several measurement systems contained 
in a mobile environmentally-controlled trailer for deploying 
to field locations. The instrumentation now housed within 
the trailer includes an upgraded version of the Raman Air- 
borne Spectroscopic Lidar (RASL) (Whiteman et al., 2007) 
mounted in an upward looking configuration for performing 
vertical profiling of water vapor, aerosols, temperature and 
clouds (Whiteman et al., 2010). The additional instrumen- 
tation includes a ventilated chamber, referred to as THPref 
(Temperature-Humidity-Pressure reference), which provides 
continuous, NIST-traceable surface data and permits char- 
acterizing radiosonde accuracy prior to launch, a SuomiNet 
(Ware et al., 2000) GPS instrument for integrated precip- 
itable water (IPW) measurements, equipment for launching 
Vaisala RS92 and Internet radiosondes and cryogenic frost 
point hygrometers (CFH), and a stabilized calibration lamp 
that supports an independent calibration of a Raman water 
vapor lidar (Venable et al., 201 1). 

2.1 ALVICE lidar 

The Raman Airborne Spectroscopic Lidar (RASL) mounted 
in an upward-looking configuration forms the heart of the 
lidar system contained within ALVICE and has been de- 
scribed previously in the literature (Whiteman et al., 2007, 
2010). Since the time of those publications and prior to the 
MOHAVE-2009 campaign, the only significant lidar system 
modifications were the addition of rotational Raman tem- 
perature measurement capability and the use of a thermo- 
electrically cooled photomultiplier tube (PMT) for the wa- 
ter vapor channel measurements. Therefore, just a brief sum- 
mary of the lidar instrumentation will be given here. 

The Raman lidar contained in the ALVICE trailer uses an 
injection-seeded Continuum 9050 Nd:YAG laser operating 
at the frequency-tripled wavelength of 354.7 nm that emits 
pulses with approximately 300-350 mJ of energy at a rate 
of 50 Hz. The backscattered signals from the atmosphere are 
gathered by a 0.6 m telescope and separated into 10 optical 
channels using both dichroic beamsplitters (for the main Ra- 
man and aerosol parameters) and a fiber optic (for the rota- 
tional Raman temperature channels). Both analog-to-digital 
and photon counting data acquisition are used and the min- 
imum range resolution of the system is 7.5 m. To maximize 
the signal-to-noise of the water vapor measurement in the dry 
UTLS region, in addition to the cooled water vapor PMT, 
narrow telescope field-of-view (250 p radians FWHM) and 
water vapor interference filter (0.25 nm) are used. 
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During MOHAVE-2009, profiles were acquired every 
2 min to capture the evolution of the highly variable water 
vapor environment at Table Mountain. Optical channels in 
use during MOHAVE-2009 included Raman water vapor, ni- 
trogen, liquid/ice water (Wang et al., 2003), 3 different un- 
polarized aerosol channels, parallel and perpendicular polar- 
ization aerosol channels, and two rotational Raman channels 
similar to that described by Di Girolamo et al. (2004), except 
that in this new configuration a filter polychromator approach 
(Behrendt and Reichardt, 2000) is used and the Stokes part 
of the spectrum is sampled as opposed to the anti-Stokes as 
in Di Girolamo et al. (2004). The quick look ALVICE tem- 
perature data have been compared with the Michelson Inter- 
ferometer for Passive Atmospheric Sounding (MIPAS) mea- 
surements made during MOHAVE-2009 (Stiller et al., 2012). 
The comparison indicated that MIPAS temperatures are 1— 
2 K higher than lidar temperatures below the tropopause and 
lower than lidar temperatures above the tropopause. This 
same relationship was found in other comparisons (Stiller et 
al., 2012). 

The Raman lidar contained in ALVICE operated on 
13 nights during MOHAVE-2009, acquiring approximately 
88 h of measurements of water vapor, aerosols, clouds and 
temperature over the period of 12-27 October 2009. 

2.2 ALVICE ancillary instrumentation and 
measurements 

MOHAVE-2009 presented the first opportunity to deploy all 
of the ALVICE instrumentation during a field campaign. All 
balloon preparations and launches for both Vaisala RS92 
and cryogenic frost point hygrometer (CFH) (Vomel et al., 
2007a) were led by Table Mountain Facility (TMF) staff, 
but several balloons included dual RS92 launches where the 
second RS92 was prepared by Goddard Space Flight Center 
(GSFC) staff and the data were received and recorded us- 
ing the ALVICE ground stations. These simultaneous RS92 
flights permitted the study of radiosonde data consistency 
and production variability. There were also several launches 
of the NOAA frost point hygrometer (Hurst et al., 2011b). 
The frost point hygrometer measures the frost point temper- 
ature of the air based on the chilled-mirror principle (Mas- 
tenbrook and Dinger, 1961), and uses a cryogenic heat sink 
for fast response and accurate measurement under very dry 
conditions (Vomel et al., 2007a; Hurst et al., 2011b). The 
frost point measurements are converted to RH and mixing 
ratio using temperature (T) and pressure ( P ) measured by 
the RS92, respectively, with an estimated total uncertainty 
of ±4% at the surface increasing to ± 10% in the lower 
stratosphere. An extensive discussion of the radiosonde and 
frost point measurements during MOHAVE-2009 is given by 
Hurst et al. (2011b). Henceforth, the CFH and NOAA frost 
points will be considered equivalently, as done by Hurst et al. 
(2011b), and referred to as FR 


THPref 

The ALVICE mobile trailer includes a surface reference sys- 
tem referred to as THPref (Temperature-Humidity-Pressure 
Reference) that provides NIST traceable measurements of 
temperature, relative humidity and pressure and contains a 
ventilated chamber for characterizing radiosonde accuracy 
prior to launch. The time series of surface data and de- 
rived products is shown in Fig. 1 where the SuomiNet to- 
tal column water data are reported as well. Appendix A de- 
scribes corrections applied to the RS92 RH data and the es- 
timated total uncertainty of corrected RS92 measurements 
during MOHAVE-2009. For conditions of RH > 10%, that 
total uncertainty is stated as ± (5 % + 0.5 %RH), meaning 
5% of the measured RH value plus a 0.5 %RH compo- 
nent that is an increasingly significant percentage uncertainty 
as the RH decreases (e.g., at 50%RH the uncertainty is 
0.05 x 50 + 0.5 = 3.0%RH or ±6% of the 50%RH value, 
and at 10% RH the uncertainty is ± 10%). For conditions of 
RH < 10 % the total uncertainty is ± (7 % + 0.5 % RH) (e.g., 
at 3 % RH the uncertainty is ± 24 %). These error assess- 
ments for the corrected data are altitude independent. By con- 
trast, the error characteristics of uncorrected RS92 data have 
a significant altitude dependence (Miloshevich et al., 2009). 


3 Previous ALVICE lidar measurements and 
contamination during MOHAVE-2009 

Prior to MOHAVE-2009, the ALVICE system was deployed 
to the Howard University Beltsville Campus in Beltsville, 
MD, for the WAVES_2009 campaign in January-April 2009. 
During that campaign, long duration nighttime measure- 
ments of water vapor mixing ratios were made using the 
ALVICE lidar system. Four frost point hygrometers were 
launched during this campaign. Good agreement was found 
between ALVICE lidar, frost point hygrometer and available 
MLS data in the lower stratosphere. There was no indica- 
tion of a moist bias in the ALVICE lidar UTLS water va- 
por measurements during WAVES_2009 and therefore we 
believe that the ALVICE lidar arrived for MOHAVE-2009 
free of any significant fluorescence. The measurements dur- 
ing WAVES_2009 were made with the telescope protected 
from the outside environment through the use of an opti- 
cal window. This window was removed at the beginning 
of MOHAVE-2009 to reproduce the measurement configu- 
ration of the ALVICE system during MOHAVE-II in 2007 
(Whiteman et al., 2010) where the window was not used so 
as to maximize the signal returns. 

The weather at Table Mountain during MOHAVE-2009, 
however, presented some quite different conditions than en- 
countered during MOHAVE-II. There were periods of warm 
weather during which significant populations of flying in- 
sects were present in the vicinity of the lidar systems. On the 
night of 16 October, a large number of insects was attracted 
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the protective window that had been used in WAVES 2009 
over the telescope. A proper cleaning of the ALVICE tele- 
scope receiver, however, requires an effort that was deemed 
too complicated and time consuming to attempt during a field 
campaign. Therefore, a noticeable amount of insect residue 
remained on the telescope primary and other components of 
the receiving optics after this cleaning. This was the config- 
uration of the lidar receiver optical system for the measure- 
ments analyzed here. As will be described below, excess sig- 
nal was found in the water vapor channel and influenced the 
UTLS portion of the profile. Some insects are known to have 
a strong fluorescence signature when stimulated with UV ra- 
diation (Byrdegaard et al., 2009). Therefore, it is believed 
that this additional signal was due to the fluorescence of the 
insect residue that remained deposited on the lidar telescope. 

In the analysis that follows, the additional signal in the 
water vapor channel due to fluorescence is considered to 
be constant during the MOHAVE campaign for the follow- 
ing reasons. After the insect incident on 16 October, a win- 
dow was installed over the ALVICE telescope. This window 
prevented further contamination inside the ALVICE trailer. 
Also, a large industrial fan (0.9 m diameter, 340 000 1 min -1 ) 
was mounted on top of the trailer and blew across the window 
during lidar operation periods to prevent any significant ma- 
terial buildup on the window. In addition, the window was 
washed prior to every subsequent operation period during 
MOHAVE. Finally, as we will point out later in Sect. 6, the 
analysis of the data does not indicate significant variation of 
the correction value during the MOHAVE campaign. 




285 


290 295 

Time (DOY UT) 


300 


Fig. 1. Time series during MOHAVE-2009 of surface T, P , 
RH, mixing ratio and total column water from the THPRef and 
SuomiNet instruments that are part of the ALVICE instrumenta- 
tion. The times when radiosondes were inserted into the ventilated 
chamber for comparative measurements are marked with red dots. 


to the UV laser beam, which is emitted along the optical axis 
of the telescope. Insects that were attracted to the UV laser 
radiation were able to follow the laser beam into the trailer 
and enter both the telescope and the laser. Signals were lost 
during this data acquisition session due to insects obscur- 
ing the field stop of the telescope; thus, operations were cur- 
tailed early on this night. Considerable effort was expended 
in cleaning the laser and the telescope and in re-installing 


4 The challenge of UTLS water vapor measurements 
using Raman lidar 

The literature and other analyses reveal that there are three 
general causes of wet biases in Raman lidar UT water vapor 
measurements. The apparent excess amount of water vapor 
can be due to (1) the lidar instrument itself, (2) the data pro- 
cessing or (3) atmospheric contaminants. All three of these 
have played a role in the evolution of instrumental develop- 
ment and data processing that occurred during the 3 MO- 
HAVE experiments in 2006, 2007 and 2009 where investi- 
gation of wet biases due to fluorescence of optical materials 
was a concern. Here we review these three sources of wet 
bias and in the following section we develop a mathematical 
model for correcting some of them. Following development 
of the model, lower stratospheric water vapor climatology is 
investigated as a means to help detect biases and correct for 
them. 

4.1 Biases due to instrumental effects 

There are earlier studies of upper tropospheric and lower 
stratospheric water vapor measurements using Raman lidar 
that have shown a wet bias. Sherlock et al. (1999) noted 
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excess water vapor signal corresponding to a wet bias of ap- 
proximately 80 ppmv due to fluorescence in their fiber optic 
cable. Replacement of this fiber by an OH-rich fiber reduced 
the fluorescence contamination to 8 ppmv or less. However, 
the authors state that “... although here absorption of the 
elastic-backscatter signal occurs in the fiber-optic cable used 
for signal transfer, it could arise in any optical component. 
Thus, fluorescence processes are a potential source of sys- 
tematic error in Raman Stokes measurements, particularly in 
the case of water vapor, where the signals are weak and sus- 
ceptible to contamination.” 

Insufficient blocking of unwanted, out-of-band signals in 
the water vapor channel can also create a spurious wet 
bias in the water vapor mixing ratio measurement that has 
similar appearance to the fluorescence contamination just 
mentioned. Likewise, the presence of afterpulsing (Piironen, 
1994) in the water vapor PMT could create an apparent wet 
bias. In the case of afterpulsing the magnitude of the wet bias 
at a given altitude is related to the amount of water vapor sig- 
nal that the PMT has produced at lower altitudes. 

4.2 Biases due to data processing 

Ferrare et al. (2004) discuss the Atmospheric Radiation Mea- 
surement (ARM)-First International Satellite Cloud Clima- 
tology Project (ISCCP) Regional Experiment (FIRE) Water 
Vapor Experiment (AFWEX) field campaign that took place 
in December 2000 at the Department of Energy’s Southern 
Great Plains (SGP) ARM site. The initial results showed the 
Cloud and Radiation Testbed (CART) Raman lidar to pos- 
sess a wet bias in the upper troposphere with respect to the 
reference airborne water vapor instrumentation. The CART 
Raman lidar is calibrated based on a total column water com- 
parison with the ARM microwave radiometer, so the wet bias 
was found to be due to an error in the overlap correction 
used in the lidar data processing (Ferrare et al., 2004) that in- 
fluenced the magnitude of the total column water calculated 
from lidar. 

Whiteman et al. (2006c) report on the results of the 
AWEX-G (AIRS Water Vapor Experiment-Ground) field 
campaign held at the same SGP site in 2003. This campaign 
was staged due to the early results of the NASA Aqua satel- 
lite validation program that indicated significant disagree- 
ment between Raman lidar and Vaisala radiosonde measure- 
ments of water vapor. Water vapor profiles from both Raman 
lidar and Vaisala RS90 were being used as sources of calibra- 
tion/validation data in AIRS fast forward model studies. The 
simulated radiances calculated using the lidar and radiosonde 
profiles in the AIRS forward model implied a disagreement 
of approximately 25 % in the upper tropospheric water va- 
por measurements between the scanning Raman lidar and the 
Vaisala radiosondes. A Raman lidar UT wet bias of approx- 
imately 12% was found. A dry bias in the radiosondes was 
also quantified (Miloshevich et al., 2006). The lidar wet bias 
was corrected by accounting for the temperature-dependence 


of Raman scattering and improving the lidar overlap func- 
tion (Whiteman et al., 2006c). The Vaisala dry bias was ad- 
dressed by empirical correction (Miloshevich et al., 2006) of 
the RS90 to obtain best agreement with frost point hygrom- 
eter. After applying these independently determined correc- 
tions, the scanning Raman lidar measurements and those of 
empirically corrected Vaisala radiosonde were found to agree 
at the 5 % level in the upper troposphere. 

4.3 Biases due to atmospheric constituents 

In addition to the fluorescence of atmospheric insect remains 
that led to the moist bias in the ALVICE Raman lidar data 
reported here, there is other evidence in the literature of di- 
rect fluorescence of atmospheric particles presenting a con- 
taminating signal to Raman water vapor lidars. Immler et al. 
(2005) detected enhancements in their water vapor signal due 
to the fluorescence of lower stratospheric aerosols. Further- 
more, aerosols of biological origin such as bacteria, spores or 
pollen and leaf matter are found in the atmosphere and can 
present a strong fluorescence signature that, due to the spec- 
tral nature of the fluorescence, can create an apparent wet 
bias in the water vapor measurement (Saito et al., 2010). The 
fluorescence signatures of individual aerosol particles in the 
ambient atmosphere have been studied, showing that a small 
percentage of these particles possesses a strong fluorescence 
signature (Pan et al., 1999; Pinnick et al., 2004) in the spec- 
tral region where Raman water vapor lidar measurements are 
made. These results confirm earlier work (Gelbwachs and 
Birnbaum, 1973) indicating that aerosol fluorescence posed 
potential problems for Raman lidar measurements of trace 
gases. 

4.4 Wet biases in other lidar systems 

Study of the data from well-known Raman lidar systems that 
did not participate in the MOHAVE experiments indicates 
the presence of wet UT biases in these systems as well. For 
example, 5yr of CART Raman lidar (Turner et al., 2002; 
Ferrare et al., 2004) data have been studied covering the pe- 
riod of 1998-2003. A persistent wet bias of approximately 
8-12 ppmv was found in the lower stratosphere. Approxi- 
mately 10 yr of data from the Tor-Vergata lidar outside of 
Rome (Dionisi et al., 2009) have been studied, with the con- 
clusion that a persistent wet bias of approximately 10 ppmv 
in the lower stratosphere exists as well (Gian Luigi Liberti, 
personal communication, June 2011). Selected data from ten 
years of measurements with the Meteorological Research In- 
stitute Raman lidar in Tsukuba, Japan (Sakai et al., 2007) 
have also been studied, revealing a persistent wet LS bias of 
approximately 50 ppmv (Tetsu Sakai, personal communica- 
tion, May 2011). These biases are large with respect to typ- 
ical lower stratospheric water vapor amounts of a few ppmv 
but small with respect to tropospheric values that can exceed 
10 000 ppmv. 
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Furthermore, it should be noted that the wet bias present 
in the CART Raman lidar data record between 1998-2003 
encompasses the period of the AFWEX experiment (Ferrare 
et al., 2004), during which the finally processed CART Ra- 
man lidar data agreed well with the reference in the UT. It 
may be that the focus of the UT investigations during the 
AFWEX mission, which was on the integrated water between 
7 and 12 km, masked the presence of this small moist bias 
that manifested itself primarily at altitudes above 12 km. For- 
tunately, the complete raw data from the lidar are archived 
within the DOE/ARM program permitting this question to 
be studied further. 

The details above indicate that wet UTLS biases in Ra- 
man lidar data are rather common and derive from various 
sources, including atmospheric, instrumental and algorith- 
mic effects. The apparent frequent occurrence of these wet 
biases can be related to the very large challenge of measur- 
ing the low values of water vapor mixing ratio in the UTLS 
using the Raman lidar technique. Recent ALVICE Raman li- 
dar measurements acquired in the Greenbelt, MD, vicinity 
indicate that the signal-to-noise ratio of the water vapor mea- 
surements at an altitude of 13 kmm.s.l. is approximately the 
same as the signal-to-noise ratio of the measurements of Ra- 
man nitrogen at 60 km or the Rayleigh signal at 80 km. In 
other words, because of the small water vapor amounts in the 
UTLS, very low signal-to-noise ratios exist and the potential 
for small error sources to bias the data is thus magnified. 

The main point to be made concerning the preceding dis- 
cussion is that the potential of a bias being present or devel- 
oping in a Raman lidar measurement of UTLS water vapor 
seems too high to not be concerned with on a routine basis. 
Correcting systematic effects such as these is consistent with 
the recommendations of the Joint Committee on Guides in 
Metrology in their Guide to the Expression of Uncertainty 
in Measurements (GUM) (JCGM/GUM, 2008), where it is 
stated that “Systematic error, like random error, cannot be 
eliminated but it too can often be reduced. If a systematic 
error arises from a recognized effect of an influence quan- 
tity on a measurement result, hereafter termed a systematic 
effect, the effect can be quantified and, if it is significant in 
size relative to the required accuracy of the measurement, a 
correction ... or correction factor ... can be applied to com- 
pensate for the effect. It is assumed that, after correction, the 
expectation or expected value of the error arising from a sys- 
tematic effect is zero.” Also stated is that “It is assumed that 
the result of a measurement has been corrected for all recog- 
nized significant systematic effects and that every effort has 
been made to identify such effects.” Following these recom- 
mendations, we first present a technique for correcting cer- 
tain wet biases and then consider methods for assessing the 
presence of wet biases in the UTLS and deriving the neces- 
sary correction. 


5 Mathematical model for signal-dependent water 
vapor bias 

The following model is developed to address the situation 
where additional signal is present in the water vapor channel 
of a Raman lidar and that additional signal is proportional to 
the magnitude of the signal backscattered at the laser wave- 
length. This situation could be created by fluorescence of 
optical materials in the lidar receiver or insufficient block- 
age of any of the Rayleigh-Mie, Raman ISE or Oi signals in 
the Raman water vapor channel. The case of excess signal in 
the water vapor channel due to insufficient blocking of the 
Rayleigh-Mie signal or fluorescence will be handled here. 
The case for leakage of the Raman nitrogen or oxygen return 
is discussed in Sect. 5.1. Note that a situation of excess sig- 
nal due to fluorescence of airborne particles as described in 
Immler et al. (2005) or of afterpulsing of the PMTs (Piironen, 
1994) would not be addressed by this correction technique. 
Correction for fluorescence of airborne particles would re- 
quire a knowledge of the intensity of fluorescence and its 
spectrum. This information is generally not available. Cor- 
rections for afterpulsing effects have been performed (Piiro- 
nen, 1994) but the mathematical formulation differs from that 
developed here for signal-dependent biases, since it is the in- 
tensity of the water vapor signal (as opposed to the Rayleigh- 
Mie one) that stimulates additional signal in the water vapor 
channel, and the magnitude of the excess signal at a partic- 
ular height in the profile is related to the total water vapor 
content below that altitude. 

We will use the formulation of the lidar equations used 
by Whiteman (2003a, b). The water vapor mass mixing ratio 
may be expressed as 

, 0N(r) F N (T(r)) P (k H , r) 

On(r) F n (T(r)) P (X N , r ) 

a S2 

H (An) 

|^Ar (k N , k H , r), (1) 

? (Ah) 

where the constant of proportionality, k, has a value of 
approximately 0.486 and is determined by the molecular 
weights of water vapor and nitrogen and the fractional abun- 
dance of nitrogen in the atmosphere (Whiteman, 2003b). 
P (Xx, r) is the backscattered power (after subtracting any 
background contribution due, for example, to skylight or de- 
tector noise) received at Xx due to Raman scattering from ei- 
ther water vapor ( H ) or nitrogen ( N ) as a function of range, 
r. Ox(>') is the overlap function for either Raman channel. 
£ ( Xx ) is the total lidar receiver optical efficiency at the wave- 
lengths of the water vapor or nitrogen signals and includes 
factors such as the reflectivity of the telescope, the transmis- 
sion of conditioning optics, the transmission of any filters and 
the quantum efficiency of the detector. da ^ ) is shorthand 
notation for the Raman backscatter cross section when stim- 
ulated at the laser wavelength. Fx(T (/-)) is a factor that car- 
ries all the temperature-dependence of the Raman scattering 
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process and thus appears as a multiplier of the traditional Ra- 
man lidar equation (Whiteman, 2003a). At(An, A i [ ■ r) is 
the “differential transmission” between the In and Ah and 
is calculated typically from a radiosonde measurement of at- 
mospheric density as follows: 

At(A n , A h , r) = exp J {o' (An, /'') - a(A H . r')[ dr'j (2) 


where a().x, >') is the total extinction coefficient at the 
pertinent wavelength due to scattering and absorption by 
molecules, particles and any other atmospheric constituents 
such as water droplets or ice crystals as a function of range 
along the path of the laser beam. 

Consider now the situation where there is excess sig- 
nal in the water vapor channel due to a signal-dependent 
source such as interference filter bleed-through or fluores- 
cence. This dependence is expressed as £o P (Ar, r) in the 
following equations, where £o is the ratio of the additional, 
spurious signal in the water vapor channel and the Rayleigh- 
Mie signal at the laser wavelength, which is represented by 
P (Ar, r). We will assume that the magnitude of any such 
signal-dependent bias in the nitrogen channel is negligible in 
the ratio shown in Eq. (1). This assumption is based on the 
typical situation where the Raman nitrogen signal strength 
is at least 6 orders of magnitude larger than that from wa- 
ter vapor in the upper troposphere, below which the signal- 
dependent biases considered here become increasingly less 
significant due to the generally much larger water vapor mix- 
ing ratios at lower altitudes. 

If the water vapor channel is contaminated by an amount 
proportional to the backscattered Rayleigh-Mie signal in- 
tensity, the apparent water vapor mixing ratio, w*, can be 
expressed as 


w* — k 


On(r) Fs(T(r)) P (Ah, r) + £o P (Ar, r) 


On(r) F H (T(r)) 
da n(tO 


P (A N , r) 




daub r) 


dQ. 


HAn) 
I (Ah) 


x Ar (An, Ah, r) 


— k 


On(r) F N (T(r)) P(A H , r) d ~^ g (A N ) 
Ou(r) F u (T(r)) P( A N , r) djmM £ (A H ) 


x Ar (A n , A h , r) 1 + 


= w I 1 + 


£oT*(Ar, r ) 
P (Ah, r) 


w — w 


CqP( Ar, r) 
P& H, r) 
P (A H , r) 


P (A h , r) + £o P (Ar, r)’ 


(3) 


(4) 

(5) 

( 6 ) 


where the value of Co can be determined by comparison of 
the lidar mixing ratio profile with a reference profile. Equa- 
tion (6) gives an exact solution when the value of Co is known. 
Under certain assumptions the correction for the excess sig- 
nal can be approximated by a simple subtraction in mixing 
ratio space, as will now be shown. 


Working with Eq. (5) and assuming that no significant 
aerosol scattering is present where the contamination is 
significant, generally in the upper troposphere and lower 
stratosphere, the Raman nitrogen signal is proportional to the 
Rayleigh signal after correction for the differential transmis- 
sion of the two signals and accounting for the temperature 
dependence of Raman scattering. This assumption of 
insignificant aerosol scattering was met during MOHAVE- 
2009. In the presence of significant aerosol scattering, the full 
form of the correction given in Eq. (6) would need to be used. 
Assuming that no significant aerosol scattering is present 
and noting that P( Ar, r)/P( A N ,r) oc F R (T(r))/F^(T(r)) 
At(Ar, An, r) and that P(An, r)/P{ Ah, r) oc F^(T(r))/ 
Fu(T(r)) At(An, Ah, r) results in the following 
expression: 

* (, , „ F R (T(r)) Ar(A R , A h , r)\ 

w = w 1 + Ci , (7) 

V Fn(T(r)) w ) 


where a new constant (j has been introduced to account for 
the ratio of the signal backscattered at the laser wavelength 
and the Raman nitrogen signal. Note also that this differen- 
tial transmission term Ar (Ar, Ah, r) differs from the ear- 
lier defined one of At(An, Ah, r) used in Eq. (1). Equa- 
tion (7) has solution of 


ui — w* — £i 


F R (T(r)) 

Fu(T(r)) 


Ar (Ar, Ah, r) 


cr:, 


+ a 


2 

fr 


( 8 ) 

(9) 


From Eq. (8) it can be seen that, with the assumption 
described above, the corrected mixing ratio is calculated 
from the measured mixing ratio by subtracting a constant 
times the differential transmission profile Ar (Ar, Ah, r) 
multiplied by the temperature-dependence ratio. This ratio, 
Fr(T (r)) / Fu(T (r)), has little practical effect since the cor- 
rection is generally significant only in the upper troposphere 
and lower stratosphere where the temperature profile first de- 
creases to the tropopause and then starts to increase, thus 
minimizing the overall change in temperature. For simplic- 
ity, therefore, the temperature-dependence of the correction 
can be omitted. The uncertainty in the corrected mixing ra- 
tio is also given in Eq. (9), where a j: refers to the variance 
of the respective quantities. For this approximation, the con- 
tribution to the uncertainty budget due to both the differen- 
tial transmission and temperature-dependence factors, which 
typically have relative uncertainties of less than 1 % each, 
have been excluded. Also, although the term (j is a constant 
in the model, there is uncertainty attributed to the determi- 
nation of the value of the constant. In the analysis presented 
here, the uncertainty in O is taken to be the standard error of 
the mean differences between the corrected ALVICE profiles 
and the FP profiles and, as will be shown later in Sect. 6, is 
estimated to be less than 0.25 ppmv during MOHAVE-2009 
campaign. 

The correction described here is generally only signifi- 
cant in the upper troposphere and above, a range over which 
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the differential transmission between the laser wavelength 
and the water vapor wavelength due to molecular scattering 
changes by approximately 5 % and where the temperature- 
dependent ratio changes by less than 1 %. Therefore, the un- 
certainty introduced by subtracting a constant from the con- 
taminated mixing ratio as an alternative to Eq. ( 8 ) is approx- 
imately ± 2.5 %. That being the case, alternate approxima- 
tions for the corrected water vapor mixing ratio and its vari- 
ance are given by 

w — w* — £2 ( 10 ) 

d ~ d* + 4 ( 11 ) 

where the range-dependent differential transmis- 

sion term has been dropped, a new correction term, 
F R (T(r))/F H (T(r)) At(X r , A h , r), has been intro- 
duced and the uncertainty in w is similar to that given above. 
The three forms of the corrected mixing ratio equations 
derived here are compared in Sect. 5.2 after addressing the 
case of leakage of one of the Raman signals into the water 
vapor channel. 

It should be noted that fluorescence is modeled here as be- 
ing instantaneous. Laboratory studies of reference dyes in- 
dicate lifetimes generally of less than 10 ns (Boens et al., 
2007), while studies of polycyclic aromatic hydrocarbons in- 
dicate lifetimes generally of 20-30 ns, with maximum val- 
ues of 36 ns (Dvorak et al., 1997). When sensed by lidar, the 
non-zero lifetime of the fluorescence would delay and stretch 
the return signals. However, the correction developed here is 
only significant in the upper troposphere and lower strato- 
sphere where the vertical resolution of the lidar data ranges 
between 500 and 750 m. This vertical resolution corresponds 
to temporal bin widths between 5000 to 7500 ns (5-7.5 ps). 
The delay in the fluorescence signal due to this lifetime is 
considered to be insignificant when compared with the ver- 
tical resolution of the lidar data. This is the reason that the 
fluorescence is modeled as being instantaneous. 

5.1 Excess signal due to Raman signal leakage 

A similar situation that should be considered in this context is 
created by an insufficient optical density in the water vapor 
filter at the wavelength of the Raman nitrogen (or oxygen) 
return. This becomes particularly important in the measure- 
ment of upper tropospheric and lower stratospheric water va- 
por because of the very low amount of water vapor and the 
relatively higher amount of molecular nitrogen (or oxygen). 
Considering that a typical LS mixing ratio might be 5 ppmv 
and that of molecular nitrogen ~ 780 000 ppmv, in order to 
limit the contamination due to Raman nitrogen to less than 
1 % of the water vapor signal, the blocking required in the 
water vapor filter at the Raman nitrogen wavelength is ap- 
proximately 10 7 . If the filter does not have sufficient block- 
ing of the Raman nitrogen signal, this will appear as a wet 
bias in the water vapor channel, similar to fluorescence or 
bleed-through at the laser wavelength. In this case, using a 


similar derivation as above, the correction equation and its 
variance are found to be 


W — W* — £3 At(An, ''•H, r ) 

2 ^ 2 , 2 
C w ~ a w* + °f 3 


( 12 ) 

(13) 


where £3 represents the leakage of the water vapor filter 
at the Raman nitrogen wavelength and for simplicity the 
temperature-dependence factors have been omitted. Consid- 
ering now the relative magnitude of Ar(Afj, Ah, >') and 
A r (Ar, Ah. >')■. the following equations pertain with an un- 
certainty of less than ± 2.0 %: 


w — w* — £4 (14) 

d ~ d* + ( 15 ) 

where £4 ^£3 At(An, Ah, r). The case for leakage at the 
Raman oxygen signal is handled in a similar manner. The 
conclusion is that, to a very good approximation under many 
upper tropospheric and lower stratospheric conditions, ex- 
cess water vapor signal due to bleed-through of the filter (at 
the laser fundamental or the Raman shifted wavelengths for 
nitrogen or oxygen) or due to fluorescence in the telescope 
receiver can be corrected quite accurately by the subtraction 
of a constant from the mixing ratio profile. 


5.2 Comparison of the correction equations 

Equations ( 6 ), ( 8 ) and (10) were evaluated using several 
long-duration data runs acquired during the MOHAVE-2009 
campaign. ALVICE Raman lidar measurements were used 
on the nights of 20, 21, 25, and 27 October to compare the 
effect of the different correction equations. On these nights 
there were a total of 5 FP measurements. The magnitude of 
the correction constants £ 0 , O and £2 were chosen empiri- 
cally to yield best mean agreement with the FP in the 10- 
20 km altitude range. Other more sophisticated methods of 
determining the correction value were considered but yielded 
no significant difference from this simple approach. The 
mean comparisons of the uncorrected lidar data and the cor- 
rected data using the three correction techniques are shown in 
the left panel of Fig. 2. The results using Eqs. ( 6 ), ( 8 ) and (10) 
are referred to as “Corrl”, “Corr2” and “Corr3”, respectively. 
The two approximate corrections shown in green and blue 
agree within 1 % of each other and are always in agreement 
with the exact correction to better than 5 % (generally much 
better), as expected. 

It would be preferred to use the exact form of the correc- 
tion given by Eq. ( 6 ). This was attempted using a single hour 
of lidar data from the night of 26 October and the results are 
shown in the right panel of Fig. 2. Here, the signal-to-noise 
in the Rayleigh-Mie signal averaged over 1 h is insufficient to 
produce a stable correction. The instability is due to the pres- 
ence of the correction term £0 P (Ar, r ) in the denominator 
of the equation, the generally small values of P (Ah, r) and 
the lower signal-to-noise in the Rayleigh-Mie data for the 
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Fig. 2. Left panel: mean comparison of three correction equations using long duration measurements on 4 nights. Right panel: comparison 
of the the first two correction techniques using a single hour of lidar data. 


one-hour measurements versus the all-night ones shown on 
the left. For this reason, Eq. (8) was chosen as the preferred 
correction technique to use for processing the MOHAVE- 
2009 data. 

Having determined that Eq. (8) was the preferred correc- 
tion technique to use, a single value of £ i was determined for 
the entire MOHAVE campaign using all available lidar/FP 
comparisons over the course of the MOHAVE campaign. All 
ALVICE water vapor data were corrected using a fixed value 
of O = 1.5ppmv. 


6 Water vapor profile and total column water vapor 
comparisons 

Comparisons of the fully processed water vapor profiles from 
the ALVICE Raman lidar were made with respect to RS92 
and FP. These comparisons were used both for calibration 
of the Raman lidar water vapor measurements using a new, 
adaptive technique that is described in Appendix Al as well 
as to validate the profiling performance of the lidar. As part 
of this validation, the mean normalized differences of the 1 h 
lidar summed profiles were formed with respect to Vaisala 
RS92 and FP using 1 km layer averages. The mean normal- 
ized difference of the “all-night” summed ALVICE lidar pro- 
files were also formed with respect to FP. These three com- 
parisons are shown in Fig. 3. There were 19 comparisons of 
ALVICE lidar and RS92 and 1 1 comparisons of ALVICE li- 
dar and FP. The plot of 1 h lidar measurements versus RS92 
shows a moist bias of the lidar of approximately 20% in 
the lowest 0.5 km. The study of radiosonde profile similar- 
ity performed in Appendix A2 indicates that some of this 
bias is due to a persistent tendency for the atmospheric layer 
directly above the mountaintop lidar site to be moister than 
the layer immediately downwind of the site, where the ra- 
diosonde sampled. Above this surface layer, the ALVICE 



(Lidar-Sonde)/Sonde (%) 

Fig. 3. Mean normalized differences of all available 1 h and all-night 
sum ALVICE profiles with RS92 and FP. The standard deviation 
of the differences is plotted above 14 km for the FP all-night lidar 
comparison. See text for details. 


lidar 1 h profiles agree with the RS92 within 10-15 % up to 
an altitude of 14 km, with the radiosonde profiles showing 
a tendency to become increasingly dry with respect to the 
lidar profiles for altitudes above approximately 8 km. The 
analysis of RS92 and FP data shown in Appendix A also 
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indicates that the corrected RS92 becomes increasingly dry 
with respect to the FP with increasing altitude. This behav- 
ior is consistent with the relative behavior of the lidar and 
RS92 profiles. The differences between RS92 and FP or lidar 
are within the uncertainty of the Vaisala correction algorithm 
but further support the possibility that the RS92 calibration 
may have changed since the time the RS92 correction algo- 
rithm was determined. These points are further discussed in 
Appendix A. 

The comparison of 1 h lidar profiles and the frost point 
measurements shown in Fig. 3 generally displays more scat- 
ter than the comparison versus the RS92 due to the reduced 
number of comparisons. The feature in the range of 10- 
1 1 km that shows a large positive bias of approximately 30 % 
occurs where, in a small number of cases, the atmospheric 
profile of water vapor showed a rapid decrease above 10 km. 
It is believed that atmospheric variability between directly 
overhead (where the lidar was measuring) and where the bal- 
loon had drifted is the cause of this discrepancy. 

The comparison of all-night lidar profiles and FP used the 
same 1 1 FP launches as in the 1 h comparisons. The tendency 
for the all-night lidar profiles to exhibit a moist bias men- 
tioned in Appendix Al with respect to Fig. A7 is evident 
here as well. Below approximately 12 km, the lidar profiles 
are wetter than the FP profiles by approximately 10%, dis- 
counting the regions of high atmospheric variability at alti- 
tudes of approximately 4, 8 and 1 1 km where deviations were 
higher. The differences at 4, 8 and 1 1 km are believed to be 
mainly due to atmospheric variability and not due to real in- 
strument measurement differences. Variability in the tropo- 
sphere is frequently an issue when comparing a small num- 
ber of profiles not acquired from the same atmospheric vol- 
ume. Above 12 km, where the measurements of FP may be 
expected to generally be more representative of the all-night 
lidar measurements, the comparisons improve considerably, 
with ALVICE lidar agreeing with FP within generally better 
than 10 % to beyond 18 km. 

The question of whether there was significant variation in 
the value of the correction factor, £i, during the MOFIAVE 
mission can be addressed with the aid of Fig. 3 where the 
standard deviation of the comparisons of all FP and all-night 
summation lidar comparisons is plotted above 14 km. Con- 
sider that the displayed standard deviations of the normal- 
ized differences between corrected ALVICE and FP range 
between approximately 10 and 15% (standard error of 3— 
5 % or < 0.25 ppmv). The standard deviation of the lidar data 
alone ranged from 8 to 15 % in this altitude range, while the 
accuracy of the FP is given as 10% in this part of its pro- 
file. There is also variability contributed by the spatiotem- 
poral mismatch between lidar and FP measurements, as well 
as potentially by variation in the correction factor. The en- 
tire standard deviation budget is likely accounted for, how- 
ever, by considering only the variability in the lidar and the 
FP without considering any contribution due to spatiotempo- 
ral mismatch or variation in the correction factor. It seems 


reasonable to state, therefore, that there is no evidence for 
significant day-to-day variability in the correction factor, £i, 
during the MOHAVE campaign. This result indicates that the 
use of an optical window over the lidar telescope augmented 
by a large capacity fan and daily window washings may be 
sufficient measures for preventing the accumulation of fluo- 
rescing material on a Raman lidar system. 


7 Quality control of upper tropospheric Raman water 
vapor lidar measurements 

Global climate models indicate that upper tropospheric wa- 
ter vapor is anticipated to increase significantly during the 
current century (Soden et al., 2005; Held and Soden, 2006; 
Oman et al., 2008; Boers and Meijgaard, 2009; Whiteman et 
al., 2011b). Water vapor mixing ratio increases of up to 1 % 
per year or higher are predicted by these models, with the 
largest trends anticipated in the tropical upper troposphere 
at the 150-250 hPa levels (Soden et al., 2005; Boers and 
Meijgaard, 2009; Whiteman et al., 2011b). Furthermore, re- 
cent studies indicate that these same pressure levels may be 
the most efficient ones for monitoring long-term trends in 
water vapor (Boers and Meijgaard, 2009; Whiteman et al., 
2011b). By contrast, lower stratospheric water vapor is an- 
ticipated to increase less (Oman et al., 2008; Whiteman et 
al., 2011b). The variability in stratospheric water vapor is 
also substantially lower than in the upper troposphere, as ev- 
idenced by the 30-yr Boulder time series from NOAA FPH 
(Hurst et al., 2011a). This implies that monitoring trends in 
the lower stratosphere requires much more precise measure- 
ments than in the upper troposphere, where random uncer- 
tainties of 50% and more appear tolerable (cf. Fig. 3 from 
Whiteman et al., 2011b). It also implies that additional noise 
or imperfections in the data record due to increases in ran- 
dom error, data gaps or biases will have a more significant 
effect on the time to detect trends in the lower stratosphere 
than in the upper troposphere. The error budget of a Raman 
lidar system increases with altitude so that the random errors 
are significantly larger in the LS than in the UT, implying that 
it may be more practical to consider Raman lidar for moni- 
toring trends in the UT than the LS. The potential for wet 
biases being a larger fractional contamination in the LS than 
in the UT strengthens the argument that the focus of Raman 
water vapor lidar trend monitoring efforts should be in the 
UT and not the LS. Still, the lower stratospheric water vapor 
measurements of those Raman lidar systems able to measure 
that high into the atmosphere can be useful both for qual- 
ity control of the data as well as a source of correction that 
improves the upper tropospheric water vapor measurements, 
potentially making them suitable for water vapor trend mon- 
itoring studies. 

Consider Fig. 4, which presents the monthly average wa- 
ter vapor mixing ratios over Table Mountain, CA, as mea- 
sured by the Microwave Limb Sounder (MLS) using v3.3 
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month 

Fig. 4. Mean monthly water vapor mixing ratios (ppmv) measured 
by MLS over the altitude range of ~ 17-19.5 km. The average was 
computed using MLS v3.3 data from August 2004 until Febru- 
ary 2011. The scale for the mixing ratio (solid black line) is on the 
left while the scale for the number of measurements used in each 
average (dashed grey line) is shown on the right. The error bars 
plotted are 2 -a . 


data from August 2004 to February 2011. The value plotted 
is the mean water vapor mixing ratio within the height range 
of 17 to 19.6 km. For the MLS data, geopotential altitudes are 
used. They differ by less than 1 % from the geometrical alti- 
tude in this height range. The number of retrievals averaged 
over the 7-yr period is plotted with a dashed line. The 2-cr 
error bars plotted cover approximately 95 % of the number 
of cases. Thus, 95 % of the measurements at Table Mountain 
over this period of 7 yr fall within the range shown by the 
error bars on this plot. The absolute accuracy of MLS wa- 
ter vapor measurements at approximately 150 hPa is given 
(Livesey et al., 2011) as approximately 15% with single- 
profile MLS precision reported as 0.2-0. 3 ppmv (Lambert et 
al., 2007). Comparisons of MLS with CFFI (Vomel et al., 
2007b) above the tropical tropopause show agreement within 
2-6%. If we take, then, the results in Fig. 4 to represent a 
current climatology of lower stratospheric water vapor over 
Table Mountain accurate at the 5-15% level, we can use it 
as a means to quality control Raman water vapor lidar data. 
For example, if Raman lidar LS measurements fall outside of 
the mean ± 2er values shown in Fig. 4, then there is a 95 % 
likelihood that the Raman lidar data are biased in the lower 
stratosphere. This determination can be used as a source of 
correction to the data, following the guidelines of the GUM 
JCGM/GUM (2008) where systematic biases are assumed 
to be corrected. Recalling the many years of Raman lidar 
data described in Sect. 4.4 that indicate lower stratospheric 
water vapor mixing ratios outside of a reasonable range of 
values, this technique could also provide a way to correct 
those data. We will now test this concept on the ALVICE Ra- 
man lidar data and compare with the correction achieved by 
comparison with actual frost point measurements during the 
MOF1AVE-2009 campaign. 

During the MOFIAVE-2009 campaign, 1 1 frost point hy- 
grometer ascents (Flurst et al., 2011b) were available for 


direct comparison with the ALVICE lidar profiles. This per- 
mitted the calculation of a correction value, G> in Eq. (8) 
that gave good agreement with the mean frost point mea- 
surements in the altitude range of 10-20 km. As stated ear- 
lier, we believe the dominant cause of the wet bias present 
in the ALVICE lidar measurements to be fluorescence from 
insect material that came in contact with the telescope mir- 
ror early in the MOHAVE-2009 campaign. The value of 
G A r (Lr, Lh, r), therefore, can be considered to be a best 
estimate of the excess water vapor signal due to fluorescence 
from insect contamination for the configuration of the lidar 
during MOHAVE-2009. The difference between the mean li- 
dar measurement and the MLS climatology can also be used 
to define G or G in Eqs. (8) and (10), respectively. Cor- 
rection to a reasonable mean value in the LS would pro- 
vide corrected data extending down into the upper tropo- 
sphere where (1) trend detection is less influenced by ad- 
ditional noise sources and thus may be easier to perform, 
and (2) water vapor mixing ratios are much higher, thus de- 
creasing (a) the relative measurement uncertainty of Raman 
lidar systems and (b) the magnitude of the influence of the 
assumed mean LS water vapor mixing ratio. 

We now will use the MLS climatology shown in Fig. 4 
to calculate the wet bias correction value, G > and compare 
the results with the value calculated from direct compari- 
son with the frost point reference measurements made during 
MOHAVE-2009. The mean mixing ratio measured by frost 
point during MOHAVE-2009 between the altitude ranges of 
17.0 km and 19.6 km was approximately 4. 7 ppmv, which is 
in very good agreement with the MLS mean climatology 
shown in Fig. 4. Determining the correction value, G , for 
the ALVICE lidar from the MLS climatology between the 
altitude ranges of 17.0 km and 19.6 km, which is above the 
tropopause below which the MLS data have known biases 
(Livesey et al., 2011), yields a value of G that is approxi- 
mately 0.3 ppmv larger than the value achieved through com- 
parison with frost point hygrometer between the ranges of 
10 km to 20 km. ALVICE profiles using these two values of 
G in Eq. (8) are included in Fig. 5. 

In the left panel of the figure is shown the mean pro- 
files for all available data during MOHAVE-2009 for FP, 
MLS and the ALVICE lidar, where both “best estimate” 
data, which is described in Appendix A4, and with correc- 
tion derived from MLS climatology, as discussed above, are 
shown. The MLS vertical resolution in this altitude range 
is approximately 2.5 to 3.1km (Livesey et al., 2011). For 
altitudes above 12 km, the ALVICE lidar profiles possess 
vertical resolution of approximately 0.5-0.75 km using the 
Verein Deutscher Ingeneure (VDI4210, 1999) definition of 
vertical resolution for lidar systems. All profiles generally 
reveal similar features, except for the departure of the MLS 
profile from the others below an altitude of approximately 
14 km. Biases and deviations are better revealed by the plot 
in the right panel that shows the normalized differences, us- 
ing 1 km layers, of MLS and ALVICE with respect to the 
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Fig. 5. Left panel: mean profiles of MLS, ALVICE (best estimate) and ALVICE (with correction based on MLS climatology) and FP for all 
data available during the MOHAVE campaign. Right panel: mean normalized differences in 1-km thick layers of MLS, ALV-best estimate, 
ALV-MLS corrected with frost point hygrometer using the same data as on the left. 


FP profiles. MLS agrees with frost point hygrometer within 
generally better than 10% above an altitude of 14 km. The 
previously mentioned upper tropospheric dry bias in MLS is 
evident below this altitude, reaching a maximum of approx- 
imately 40% at an altitude of 12 km. The two versions of 
ALVICE profiles agree within 10% of the frost point from 
10 to 20 km. 

Figure 5 indicates that similar results are obtained in the 
ALVICE data if MLS climatology is used to derive the 
signal-dependent bias correction for use in Eq. (8) instead of 
the actual frost point measurements made during MOHAVE - 
2009. This should not be surprising given the fact that the 
MOHAVE-2009 mission took place during more than half 
of the month of October and there were good statistics for 
UTLS measurements from both FP and ALVICE lidar dur- 
ing that period. Thus, the water vapor measurements made 
during MOHAVE-2009 are likely to represent a mean value 
for the month of October that is consistent with climatology. 

As mentioned, recent results (Whiteman et ah, 2011b) in- 
dicate that the most efficient level in the atmosphere for re- 
vealing trends in the atmospheric water vapor mixing ra- 
tios in the mid-latitudes may be approximately 200 hPa. Dur- 
ing MOHAVE -2009 this pressure level corresponded roughly 
with the 12 km altitude level. The mean mixing ratio mea- 
sured by frost point hygrometer at 12 km during MOHAVE - 
2009 was approximately 32ppmv. Recall also Eq. (10), 
which indicates that a signal-dependent bias in Raman water 
vapor lidar measurements manifests itself as nearly a con- 
stant bias in mixing ratio space. Taking the 2-er value of 
1.3 ppmv from Fig. 4 as the uncertainty in the mean value of 
the lower stratospheric mixing ratio of water vapor during the 
MOHAVE-2009 campaign and taking the value of 0.25 ppmv 
as the uncertainty in the determination of the bias correc- 
tion, (q , and considering as well the uncertainty of the mean 
MLS value shown in Fig. 4 to be approximately 0.5 ppmv, the 


propagated uncertainty of the correction becomes approx- 
imately 1.4 ppmv. Under the conditions present during the 
MOHAVE-2009 campaign, therefore, the use of MLS clima- 
tology to correct Raman water vapor lidar bias would con- 
tribute an additional uncertainty of approximately 4 % to the 
Raman lidar measurement of water vapor at the 200 hPa level 
in the upper troposphere, a region of the atmosphere where 
recent research (Whiteman et al., 2011b) indicates that ran- 
dom uncertainties of 50 % and more are acceptable for trend 
detection purposes. 


8 Discussion 

One of the goals of the NDACC Raman water vapor lidar 
effort is that of trend monitoring of water vapor in the atmo- 
sphere. Trends in lower stratospheric water vapor are clearly 
important in atmospheric science. For example, Solomon et 
al. (2010) recently showed that the 10% decrease in strato- 
spheric water vapor amounts that occurred after the year 
2000 acted to slow the rate of increase in global surface tem- 
perature over the period 2000-2009 by about 25 %, com- 
pared to that which would have occurred due only to car- 
bon dioxide and other greenhouse gases. However, as men- 
tioned earlier, models predict that mean upper tropospheric 
water vapor mixing ratios are predicted to increase by up 
to 100% or more over the coming century due to surface 
temperature increases, while mean lower stratospheric mix- 
ing ratio increases are anticipated to increase by less than 
half that amount (Soden et al., 2005; Boers and Meijgaard, 
2009; Whiteman et al., 2011b). Trend detection in the up- 
per troposphere is much more tolerant of additional noise 
in the time series than in the lower stratosphere (Whiteman 
et al., 2011b), and it needs to be noted, furthermore, that 
the random errors in Raman lidar data in general increase 
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rapidly, progressing from the upper troposphere into the 
lower stratosphere. 

There are additional factors that are of concern when con- 
sidering the possibility of developing a climate quality data 
record of lower stratospheric water vapor from Raman lidar. 
NDACC Raman lidars typically operate open to the atmo- 
sphere. The possibility of contamination of optics by fluo- 
rescence inducing-insects (Byrdegaard et ah, 2009) or pollen 
(Saito et ah, 2010), for example, or the possibility that air- 
borne fluorescing particles (Gelbwachs and Birnbaum, 1973; 
Pan et ah, 1999; Pinnick et ah, 2004; Immler et ah, 2005) 
or degraded hardware (Piironen, 1994) are biasing the data 
must be considered in developing procedures for data quality 
control. As shown here, these biases can be significant with 
respect to the mean LS water vapor mixing ratio. The pos- 
sibility for system dependent biases to be present within the 
NDACC Raman lidar network is increased by the fact that 
each instrument within the network is unique both in terms 
of its hardware and software. 

Therefore, considering the low signal-to-noise of the Ra- 
man lidar measurements in the lower stratosphere, the docu- 
mented tendency for various factors to lead to generally wet 
biases in the measurements, and the need for higher preci- 
sion measurements for trend detection in the lower strato- 
sphere than the upper troposphere (Whiteman et ah, 2011b), 
it seems more practical to target upper tropospheric water 
vapor as the prime measurement goal for Raman lidars. This 
can be aided by putting in place quality control procedures 
that can be used to check for the presence of biases in Raman 
lidar water vapor data on a regular basis and correct them. 

With optimization, in particular through decreasing the 
noise due to skylight and from the detector itself, the 
measurements here and elsewhere (Whiteman et ah, 2010; 
Leblanc et ah, 2012a) demonstrate that Raman water vapor 
lidars can have significant sensitivity to water vapor in the 
lower stratosphere, although those measurements may be in- 
fluenced by the biases mentioned earlier (cf. Sect. 4). The 
above details create the context for the proposed quality con- 
trol procedure based on lower stratospheric water vapor cli- 
matology that may also be used for correction of data that 
possess signal-dependent bias. Given that biases could de- 
velop at any time due, for example, to deposition of mate- 
rial or degradation of system hardware, ongoing tests for the 
presence of biases should be performed. The procedure out- 
lined here can be implemented without the need for a vali- 
dation campaign involving FP launches and could be imple- 
mented routinely by Raman water vapor lidar systems within 
NDACC. This procedure could have been helpful during the 
full series of MOFIAVE experiments that occurred during 
2006, 2007 and 2009, during which wet biases in Raman wa- 
ter vapor lidars was one area of concentrated study. 

As mentioned before, recent work indicates that the tol- 
erance for water vapor measurement uncertainty is rather 
high when considering the task of trend detection in the up- 
per troposphere. But it is important for all components of 


the uncertainty budget to randomize over time (Whiteman 
et ah, 2011b). The correction procedure described here, if 
implemented regularly as a part of the data processing pro- 
tocol, would accomplish that for signal-dependent biases in 
the water vapor lidar measurements and thus help to normal- 
ize the upper tropospheric measurements across the NDACC 
network. 

The need for data quality control in climate data records is 
illustrated by the efforts relating to quantifying atmospheric 
temperature trends using radiosondes. The historical record 
of radiosonde temperatures is plagued by various data qual- 
ity issues (Seidel et ah, 2004). A workshop convened to com- 
pare different data harmonization techniques concluded that 
the various techniques yielded sufficiently dissimilar results 
that no conclusions could be drawn as to the best method for 
adjusting the time series (Free et ah, 2002). The point to be 
taken from this history is that, despite best intentions, errors 
do arise in data series that are intended to last for a period 
of decades and that data quality control procedures should 
be implemented at the initiation of a data record intended for 
climate monitoring purposes. 

The use of mean lower stratospheric water vapor climatol- 
ogy as quality control and as a source of “tie point” for cor- 
recting upper tropospheric water vapor measurements over 
an extended period of time relies on future knowledge of LS 
water vapor mixing ratios. These values are anticipated to 
increase from current mid-latitude values of approximately 
3-6ppmv to perhaps 5-9ppmv over the coming century 
(Oman et ah, 2008; Whiteman et ah, 2011b), while the antic- 
ipated changes in UT water vapor mixing ratio at the 200 hPa 
level may increase from the ~30ppmv measured during 
MOHAVE-2009 to 60 ppmv or greater over the same period 
of time. Since future UT water vapor mixing ratios are ex- 
pected to increase more than those in the LS, it is possible 
that the added uncertainty of using LS water vapor mixing 
ratio as a “tie point” for data correction will contribute a 
smaller amount to the uncertainty budget in the future than 
was the case here, where it amounted to an estimated 4 % 
at 200 hPa. Therefore, the future uncertainty of LS water va- 
por mixing ratios is not anticipated to diminish the utility of 
using mean LS values for quality controlling and correcting 
future Raman lidar upper tropospheric data. 


9 Summary and conclusions 

The participation of the mobile system known as ALVICE 
in the MOHAVE-2009 field campaign has been described. 
The ALVICE system was deployed to Table Mountain, CA, 
for MOHAVE-2009 with a large suite of remote sensing 
and in-situ instrumentation for quantifying water vapor and 
other atmospheric constituents. The rationale for, and de- 
velopment of, a correction technique for signal-dependent 
biases in Raman lidar water vapor measurements were de- 
scribed. Several topics pertinent to the calibration/validation 
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goals of MOHAVE-2009 campaign were presented in ap- 
pendices. These appendices included infonnation on the per- 
formance of the corrected Vaisala RS92 radiosonde during 
MOHAVE-2009; the development of a new radiosonde cal- 
ibration technique that reduces the influence of atmospheric 
variability on the derived lidar calibration constant; the quan- 
tification of the full uncertainty budget of Raman lidar water 
vapor mixing ratio measurements; the development of spe- 
cific data products for optimum comparison with radioson- 
des, satellites or other lidar systems; and a comparison of 
Integrated Precipitable Water (IPW) from lidar and GPS. 

The research indicates that the ALVICE Raman lidar ar- 
rived for the MOHAVE-2009 field campaign free of any 
significant fluorescence. However, insects contaminated the 
ALVICE Raman lidar receiver early in the MOHAVE-2009 
campaign and were the suspected cause of fluorescence in the 
lidar receiver that resulted in a wet bias in the ALVICE upper 
level measurements. Following this event, an optical window 
was installed over the lidar telescope, a large capacity fan 
was used to blow across the window during measurement pe- 
riods and the window was washed daily. Given that analysis 
of the data indicates that the fluorescence contamination was 
essentially constant during the remainder of MOHAVE, it is 
possible that these measures are sufficient to prevent contam- 
ination of Raman water vapor lidar systems by fluorescing 
airborne material. 

Examination of both MOHAVE data and those of other 
Raman lidar systems indicates that wet biases in upper tro- 
pospheric Raman lidar water vapor measurements are rather 
common. A mathematical model describing the physical pro- 
cess of signal-dependent bias was derived and applied to the 
ALVICE data to correct for the wet bias observed during 
MOHAVE-2009. Applying the wet bias correction derived 
here, using either actual measurements by FP or lower strato- 
spheric climatology, resulted in corrected ALVICE profiles 
that agreed in the mean with FP to within 10% from 10- 
20 km. 

The MOHAVE and WAVES experiments have shown that 
the elimination of all significant fluorescence from a Raman 
water vapor lidar system is possible through careful exper- 
imentation. However, each NDACC Raman lidar system is 
unique and uses custom-developed algorithms and therefore 
it should be expected that new challenges will emerge when 
the data from these systems receive careful inspection. How 
much effort will be required at these other sites to fully elimi- 
nate any wet bias that might be found? What is the likelihood 
that problems such as contamination by insects or pollen or 
degradation of hardware might create a wet bias following a 
cal/val campaign, as may have happened with the DOE/ARM 
lidar in the period 1998-2003? What are the chances that flu- 
orescence of airborne particles (Gelbwachs and Birnbaum, 
1973; Pan et al., 1999; Pinnick et al., 2004; Immler et al., 
2005) or signal-induced noise (Piironen, 1994) might con- 
taminate the data in ways that may not be correctable? 


Consideration of these questions and the lessons from the 
difficulty in harmonizing temperature data records (Free et 
al., 2002) indicates that data quality controls should be de- 
veloped within the NDACC Raman water vapor lidar effort 
now and put in place before data are archived for scientific 
use. Furthermore, archiving the complete raw data record 
should be considered a requirement since it would permit re- 
processing in the future if problems are found to have devel- 
oped in the time series. 

We have demonstrated a potential quality control proce- 
dure for Raman water vapor lidar measurements of UTLS 
water vapor. This data quality check could be used to reject 
measurements that fall outside of reasonable limits, but given 
the many years of biased Raman lidar data that already exist 
and which could potentially be made useful for atmospheric 
studies in the upper troposphere, it makes more sense to cor- 
rect the data. Correcting the data is also consistent with the 
recommendations of the international metrology community 
(JCGM/GUM, 2008). For the situation where the observed 
bias manifests itself as an essentially constant offset in ppmv 
space, the correction developed here for signal-dependent 
bias may be implemented. The use of this correction is shown 
to have a small effect on the uncertainty budget of upper 
tropospheric water vapor mixing ratio measurements during 
MOHAVE-2009. If biases are believed to be due to fluores- 
cence of airborne particles (Pan et al., 1999; Pinnick et al., 
2004; Immler et al., 2005), or other effects such as afterpuls- 
ing (Piironen, 1994), the data quality control aspect of the 
technique described here may be used to reject the data. 

Raman water vapor lidar has proven to be an extremely 
valuable research tool for many scientific applications and it 
is expected that it can be so within the context of the NDACC 
network as well. However, experience has taught that mea- 
surements of water vapor with Raman lidar, particularly in 
the dry upper troposphere and lower stratosphere, present 
extreme challenges that must be addressed with great care. 
It is for this reason that we suggest that protocols be devel- 
oped within the NDACC Raman water vapor lidar effort with 
the focus being on delivering quality controlled data products 
with sufficient accuracy for specific scientific applications. 


Appendix A 

RS92 RH accuracy and corrections 

The accuracy of RS92 relative humidity (RH) measurements 
during MOHAVE -2009 is evaluated by comparing to two ref- 
erence sensors of known accuracy: dual soundings with frost 
point hygrometers, and comparisons before launch with the 
Temperature-Humidity-Pressure reference system (THPref). 
The THPref is a surface reference system that provides NIST 
traceable measurements of temperature, relative humidity 
and pressure and contains a ventilated chamber for charac- 
terizing radiosonde accuracy prior to launch. The uncertainty 
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Fig. Al. On the left an RS92 is shown in the THPref, although normally the door is closed and faces north, and it is located away from 
buildings and other sources of heat or moisture. On the right is an example data comparison showing RH time series from the THPref (black 
dashed line) and RS92 (red prior to launch at t = 0, and black after launch). The large dots are 1 -min averages during the comparison period 
when the RS92 is in the THPref, in this case indicating an RS92 mean bias relative to THPref of +1 .6 % RH. Green and blue curves represent 
the individual RS92 RH sensors that are alternately heated, while the other sensor measures where the RS92 RH data (red curve) is given by 
the combined measurement portions from each sensor. Note that prior to launch, recovery from a heating cycle is incomplete when the RS92 
is not being ventilated in the THPref. 


of the “best estimate” (averaged) THPref measurements are 
± 0.1 °C, ± 0.5 %RH, ± 0.08 hPa, respectively. The THPref 
(Fig. Al, left side) consists of six calibrated temperature and 
relative humidity probes in a fan-ventilated chamber within a 
naturally-ventilated instrument shelter, into which radioson- 
des are placed for comparative measurements prior to launch. 
The purpose of using multiple probes is both to reduce the 
random error of the measurement and to provide redundancy. 
The Reference system that travels with the ALVICE trailer 
was developed by Milo Scientific of Lafayette, CO, and is 
based on the original system developed by the DOE/ARM 
program and described in Miloshevich et al. (2009). We have 
augmented the instrument, which is now referred to as TH- 
Pref, by addition of a precision barometer outside of the ven- 
tilated chamber. These pressure measurements are now cou- 
pled into the instrument data stream. During MOHAVE-2009 
campaign, however, the P data were provided by the pressure 
sensor used with the SuomiNet GPS system. A comparison 
of the THPref RH measurements and those of a dual sensor 
RS92 radiosonde during the time of insertion of the sonde in 
the ventilated chamber is shown in the right panel of Fig. Al. 
Analysis of the THPref and RS92 raw pre-launch data gives 
the calibration bias of RS92 T and RH measurements relative 
to THPref under surface conditions. The THPref compar- 
isons describe the RS92 accuracy under ambient conditions 
at the surface, and the comparisons with FPs and redundant 
RS92 sondes launched on the same balloons launched during 
MOHAVE-2009 (Hurst et al., 2011b) are used to character- 
ize the RS92 accuracy in flight. During MOHAVE-2009 two 
versions of frost point hygrometers were launched, the CFH 
by TMF personnel and the NOAA FPH by NOAA person- 
nel (Hurst et al., 2011b). On all of these launches an RS92 
was flown as part of the payload. In the analysis of the RS92 
RH measurement accuracy, the two versions of frost point 


hygrometer were used equivalently. The frost point hygrom- 
eter data are henceforth referred to generically as FP data. 

Corrections for several known sources of measurement er- 
ror were applied to the RS92 RH data following a modified 
approach to that described by Miloshevich et al. (2009). Re- 
cent work (Kottayil et al., 2012) has demonstrated that gen- 
eration of the empirical correction as a function of tempera- 
ture, as opposed to pressure as was done previously, is more 
consistent with the calibration of the radiosonde sensors and 
improves performance in the tropical UTLS. It is this more 
recent version of the correction that is used here. A compo- 
nent of the correction is for sensor time-lag error and helps to 
recover vertical structure in the profile that is “smoothed” by 
slow sensor response at temperatures below about —45 °C 
(Miloshevich et al., 2004). A correction is also applied for 
mean calibration bias, which is a moist bias in the lower tro- 
posphere and a dry bias at higher levels. A correction was 
also applied to the few daytime soundings for solar radiation 
dry bias caused by solar heating of the RH sensor. The bias 
corrections were derived to remove the mean bias of 2006- 
2007 vintage RS92 measurements relative to 3 reference sen- 
sors: frost point hygrometer above the 700 mb level, a THref 
system at the surface, and microwave radiometer (MWR) 
precipitable water measurements that represent mainly the 
lower troposphere. The RS92 RH accuracy and the correc- 
tion for mean calibration bias are evaluated here by similar 
comparisons of the nighttime MOHAVE-2009 RS92 mea- 
surements to the FP and THPref reference sensors. 

For 41 RS92-THPref comparisons during MOHAVE - 
2009, the mean and standard deviation of the RS92 RH 
and T biases were +1.6 ± 0.4 %RH and +0.09 ± 0.16 °C. In 
terms of water vapor mixing ratio (Fig. A2, left), the RS92 
mean moist bias relative to THPref was +6.2 ±3.4%, and 
it varies with RH from about +12% at 15%RH to <3% 
above 50 % RH. The ± 0.5 % RH uncertainty of the THPref 
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Fig. A2. Percentage difference between RS92 RH measurements and the mean of the 6 THPref probes, shown as a function of RH for the 
original RS92 measurements (left panel) and after applying the correction for mean calibration bias (right panel). Blue indicates nighttime 
measurements and red indicates daytime. The curved dashed lines represent a difference of ± 1 % RH. 
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measurements is half the magnitude of the curved dashed 
lines. The correction for mean calibration bias (Fig. A2, 
right) mostly removes the RS92 mean bias and its RH- 
dependence, but it appears to overcorrect by about 1 % for 
conditions above 30%RH. Most likely the over-correction 
reflects periodic re-calibration of the Vaisala factory refer- 
ences and possibly changes to the Vaisala calibration func- 
tion since the 2006-2007 timeframe. This illustrates an im- 
portant point that the mean calibration bias is expected to 
change with time and therefore a correction becomes out- 
of-date, unlike corrections for time-lag and solar radiation 
errors that only change with physical changes to the sensor 
or manufacturing process, or if Vaisala institutes their own 
corrections, which they have done for time-lag and solar ra- 
diation errors beginning with Digicora software version 3.64 
released in December 2010. 

For the 24 nighttime FP and RS92 dual soundings con- 
ducted during MOFIAVE-2009, the RS92 had a moist mean 
bias relative to FP of about 5 % in the lower troposphere, 
and at higher levels it had a dry mean bias that increased 
with height to a maximum of 40 % in the tropopause region 
(Fig. A3, left panel). The calibration correction (Fig. A3, 
right panel) over-corrects in the lower troposphere by about 
the same magnitude as the measured mean bias, so it neither 
increases nor decreases the RS92 accuracy. At higher lev- 
els the calibration correction under-corrects by about 10% 
up to 12 km altitude, increasing to a maximum of 25 % in 
the tropopause region. Time-lag error is also a factor in 
the UTLS when humidity gradients are steep, most notably 
around 19 km where the RH consistently decreases to low 
stratospheric values due to the increase in temperatures cou- 
pled with a nearly constant water vapor mixing ratio. Again 
it is thought that the calibration correction is less effective 
for 2009 radiosondes than for 2006-2007 radiosondes due to 
expected changes in the mean calibration bias with time. 
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Fig. A3. Altitude profiles of the relative percentage difference be- 
tween RS92 and frost point hygrometer (green) and the mean of 
all profiles (red) for the nighttime MOHAVE 2009 dual soundings, 
shown for the original RS92 measurements (left panel) and after ap- 
plying the calibration and time-lag corrections (right panel). Dashed 
line is the mean tropopause height, and tiny red dots are the individ- 
ual tropopause estimates. 



Altitude profiles of the RS92 accuracy relative to FP can 
be misleading because they describe all RH conditions com- 
bined, whereas the RS92 calibration bias varies with RH. Ex- 
tremely dry conditions were frequently encountered during 
MOHAVE-2009, when a small bias of 0.5 % RH is relatively 
large (e.g., 50 % bias at 1 % RH). Figure A4 shows the same 
data as Fig. A3, but the RS92 bias relative to FP is shown in 
4 RH intervals. The over-correction in the lower troposphere 
(rightmost dots) applies to all RH conditions, but the under- 
correction at lower pressures is only seen for conditions of 
RH < 20 % and especially RH < 10 %. 

The uncertainty in corrected RS92 RH measurements can 
be estimated from the bias uncertainty of ± (4 % + 0.5 % RH) 
given by Miloshevich et al. (2009), which is based on the 
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Fig. A4. RS92 mean bias relative to frost point hygrometer for the 
MOHAVE 2009 nighttime dual soundings, shown as a function of 
pressure (P) in 4 RH intervals, for the original RS92 measurements 
(left panel) and after applying the calibration and time-lag correc- 
tions (right panel). 

size of the dataset used to derive the correction and the un- 
certainty in FP measurements. The constant 0.5 % RH com- 
ponent of uncertainty reflects the accuracy of the 0%RH 
calibration and uncertainty in the Vaisala ground-check at 
0%RH. The random component of uncertainty (the 2-cr 
sonde-to-sonde “production variability”) was estimated from 
dual RS92 soundings to be ± 3 % (for RH > 10 %) or ± 6 % 
(for RH < 10%). The estimated total uncertainty for cor- 
rected RS92 measurements is the RMS sum of the bias and 
random components, or ± (5 % + 0.5 % RH) for RH > 10 % 
and ± (7 % + 0.5 % RH) for RH < 10 %, which corresponds 
to an uncertainty of ± 6 % at 50 % RH, ± 10 % at 10 % RH, 
and ±24% at 3 %RH. The comparison to FP in Fig. A4 is 
consistent with this uncertainty estimate, but still there is ev- 
idence that the mean calibration bias for 2009 radiosondes 
has changed relative to the 2005-2008 radiosondes described 
by the above uncertainty estimate due to expected changes in 
the RS92 calibration with time, and indicating that the uncer- 
tainty estimate for 2005-2008 radiosondes is conservative. 

Al ALVICE lidar calibration, uncertainty budget, data 
products and IPW comparisons 

Various ancillary material is presented in the following sec- 
tions. A new technique for calibrating Raman lidar water va- 
por profiles with respect to radiosonde data was developed 
during the analysis of the MOHAVE-2009 data and is de- 
scribed here. For the first time, the full uncertainty budget of 
Raman water vapor lidar is estimated, including all signifi- 
cant sources of random and systematic error. Different ver- 
sions of the data products were created to optimize compar- 
isons with different types of sensors. The IPW of the fully 
corrected ALVICE data is compared with GPS IPW esti- 
mates. These are described in separate sections below. 



Fig. A5. Flow chart for the adaptive algorithm used to select geo- 
metrically similar portions of the lidar and radiosonde profiles for 
determining the lidar calibration constant. See text for more details. 
In the flow chart, “Rsq” refers to R~, and “deltaRsq” to A R~. 

A2 Radiosonde based calibration technique 

A traditional and very common method for calibrating a Ra- 
man water vapor lidar is to derive a calibration by compari- 
son with a balloon borne radiosonde. The fact that the sonde 
does not sample the same atmosphere as the lidar coupled 
with the generally high variability of lower tropospheric wa- 
ter vapor, particularly at a mountain-top location like Table 
Mountain, raises concerns for how to best implement this 
technique. This question was discussed at the NDACC Ra- 
man water vapor lidar calibration workshop held in Green- 
belt, MD, in May 2010. The algorithm used here for lidar 
calibration with respect to radiosonde profiles was developed 
as an outgrowth of the concerns expressed at the workshop 
about the influence of atmospheric variability on calibration 
of Raman lidar with respect to radiosonde. The algorithm 
presented here attempts to account for this influence on a 
profile-by-profile basis. A flow chart of the algorithm is given 
in Fig. A5 and next we provide a description of how the algo- 
rithm operates. Supplemental material is available that con- 
tains a fully operational example of the routine that is imple- 
mented in Mathematica. 
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Fig. A6. Demonstration of the adaptive radiosonde calibration routine. In the upper left is shown both lidar (red) and radiosonde (black) 
profiles without data filtering. In the upper right is shown the sets of ordered pairs that are selected by the algorithm described in the text. On 
the bottom is shown the regression lines of the original set of lidar and sonde ordered pairs in black and the finally selected set in red. 


The algorithm works on the assumption that if the lidar 
and the radiosonde are sampling the same atmosphere within 
a given range cell, the shape of the mixing ratio curves in 
that portion of their respective profiles will be geometrically 
similar. The mean proportionality constant between those ge- 
ometrically similar curves will be the calibration constant de- 
rived from that portion of the profile. The algorithm proceeds 
over a specified range of minimum and maximum altitudes 
and performs a series of linear least squares and least median 
of squares regressions for subsets of the data within these 
range limits. These regressions are used to gauge the similar- 
ity of the shapes of the curves through the R 2 values of the 
linear regressions and to eliminate outliers through the use 
of the least median regressions. As implemented here, or- 
dered pairs of lidar and radiosonde data from 0.5 km range 
segments are regressed within the height range of 3 and 
7kmm.s.l. Ordered pairs are accepted as members of the fi- 
nal set of data used to determine the calibration value if, first, 
they were part of a regression with sufficiently high R 2 , and 
second, if an individual ordered pair is within a certain per- 
centage of a least median of squares fit line. The algorithm is 
adaptive so that, if after the first pass through the profile an 
insufficient number of points has qualified for the calibration 
determination, the acceptance criteria for R 2 and maximum 
deviation from the least median of squares prediction line are 
relaxed and the process is repeated until the desired number 
of ordered pairs is obtained. The final calibration value is de- 
termined by the mean ratio of the lidar and radiosonde data 
and not by the slope of a regression line. 


An example of the results of this routine is shown in 
Fig. A6 using a radiosonde comparison on the night of 21 Oc- 
tober 2009. The plot in the upper left shows the radiosonde 
and lidar profiles in the region of interest. The calibration 
constant derived by the algorithm for this comparison has 
been used here for scaling the lidar data. In the upper right 
are plotted just the ordered pairs that were finally accepted by 
the algorithm for use in determining the calibration constant. 
Here the ability to select the parts of the profile that show 
similar geometrical shapes is demonstrated. In the lower left 
is shown a comparison of the linear regression of all points 
within the 3 to 7 km range (in black) along with only the 
qualifying points used in the calibration determination. In 
this plot also can be found the calibration constants calcu- 
lated with both the full population of points before any se- 
lection (yielding a value of 1 14.92 g kg -1 ) and just those that 
qualified after selection (1 17.86 g kg -1 ). For these examples, 
the minimum number of order pairs required to perform the 
calibration was set at 30. This corresponds to a range in the 
atmosphere of 900 m. 

A study of the calibration constants derived using this 
technique indicated that the standard deviation of the con- 
stants decreased as the minimum acceptable R 2 value re- 
quired to obtain 30 ordered pairs increased. This implies 
that the more geometrically similar the lidar and radiosonde 
profiles are, the more stable the derived calibration con- 
stant. Based on 33 comparisons of lidar and radiosonde pro- 
files, it was also found that restricting the RH values from 
radiosonde to values above 5 % RH further decreased the 
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standard deviation of the derived constants from 9.3 to 8.5 %. 
Low RH conditions are known to cause the absolute errors in 
Vaisala RS92 RH data to increase (Miloshevich et al., 2009) 
and are best avoided for use in lidar calibration. Calibration 
constants were determined separately using RS92 and CFH 
data. However, there are indications that the corrections ap- 
plied to the Vaisala RS92 data may have resulted in an over- 
correction during MOHAVE-2009 (cf. Appendix A). Also, 
the CFH can possess a wet bias in the lower troposphere 
(Miloshevich et al., 2009). Therefore, the final calibration 
value used for the processing of the ALVICE Raman lidar 
data was determined by averaging the calibration constants 
determined from corrected RS92 and frost point hygrometer 
(FP). 

Prior to data runs on 10 nights during MOHAVE-2009, 
a stabilized tungsten lamp was used to directly illuminate 
the lidar receiver in an implementation of the “hybrid tech- 
nique” (Leblanc and McDermid, 2008, 2011; Whiteman et 
al., 2011a). The ratio of the signals in the water vapor and ni- 
trogen channels due to the lamp illumination is recorded with 
the goal of using this ratio to stabilize the calibration obtained 
from radiosonde. The standard deviation of radiosonde- 
derived calibration constants was 5.5 % without implement- 
ing the hybrid technique and was 5.6 % by implementing the 
hybrid technique. Thus, no improvement in calibration sta- 
bility was achieved by use of the recorded lamp ratios. The 
lamp ratios recorded during the first 5 nights of operation 
showed a standard deviation of approximately 5 %, while the 
lamp ratios for the remaining 5 nights showed a standard de- 
viation of less than 1 %. Comparison of ALVICE water vapor 
profiles with those of the other lidars and balloon-borne sen- 
sors do not indicate that the calibration constant of the lidar 
was truly more variable during the early part of the mission 
versus the latter. Therefore, we speculate that the consider- 
ably higher standard deviation during the first 5 nights may 
have been due to slight shifting of position of some of the 
residual insect material at the location on the telescope pri- 
mary mirror that was being sampled by a single, fixed cal- 
ibration lamp implemented during MOHAVE-2009 (White- 
man et al., 2011a). Since that time, the ability to scan the full 
telescope aperture with the calibration lamp has been added 
to the ALVICE system, supporting an independent calibra- 
tion (Venable et al., 2011) of the water vapor products. 

A3 ALVICE Raman lidar water vapor mixing ratio 
uncertainty budget 

The Guide to the Expression of Uncertainty in Measurements 
(JCGM/GUM, 2008) states that “In practice, the required 
specification or definition of the measurand is dictated by the 
required accuracy of measurement. The measurand should be 
defined with sufficient completeness with respect to the re- 
quired accuracy so that for all practical purposes associated 
with the measurement its value is unique.” To our knowledge, 
however, there have been no previous efforts to quantify the 


total uncertainty of Raman lidar water vapor mixing ratio 
measurements including the effects of random error and all 
significant sources of systematic error. Given that there are 
various studies in which the water vapor profile data supplied 
here may be used (trend detection in the UT, trend detection 
in the LS, satellite retrieval validation, satellite radiance val- 
idation), we therefore attempt to provide in these datafiles an 
estimate of the total uncertainty due to all significant influ- 
ence factors. The usefulness of an individual profile is then 
determined by considering the total error of the profiles as 
a function of altitude and the tolerance for error of the spe- 
cific scientific study desired. Furthermore, a total uncertainty 
budget is needed for the purposes of data assimilation and in 
order to assess the influence of data error on time to detect 
trends (Whiteman et al., 2011b). 

Therefore, for all versions of the ALVICE data analyzed 
for the MOHAVE campaign, the total uncertainty is esti- 
mated by including the following contributions. All uncer- 
tainties are systematic except for #1 below. The total prop- 
agated uncertainty was determined assuming all errors are 
uncorrelated. 

1 . Uncertainty due to random error in the lidar data calcu- 
lated assuming Poisson statistics. 

2. Uncertainty in the correction for the lidar overlap func- 
tion, which is as large as 10 % in the lowest levels of the 
atmosphere. 

3. Uncertainty of the calibration source. Based on absolute 
accuracy information found in Miloshevich et al. (2009) 
and Vomel et al. (2007b), the accuracy of the calibration 
sources varies between 4 % in the lower troposphere to 
10 % in the lower stratosphere. 

4. Uncertainty in the transfer of the calibration source to 
the lidar profile, which is estimated at 1-2 %. 

5. Uncertainty in the correction for the temperature- 
dependence of Raman scattering, which is estimated to 
be less than 1 %. 

6. Uncertainty in the correction for differential transmis- 
sion of the atmosphere at the two Raman wavelengths, 
which is estimated to be less than 1 %. 

7. Uncertainty in the correction for fluorescence. The cor- 
rection for fluorescence is determined in Sect. 6 to be 
essentially constant during the campaign. To be conser- 
vative, an uncertainty of 0.25 ppmv was used in the data 
files. 

We note that the uncertainty due to correction for pho- 
ton pileup, i.e., the likelihood that two photons arrive spaced 
closely enough in time to be counted as a single event (Dono- 
van et al., 1993; Whiteman et al., 1992), is excluded due 
to the use of a combination of analog-to-digital and pho- 
ton counting data acquisition. This permits limiting the count 
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rates to less than 10 MHz and also provides direct informa- 
tion on how to correct the photon counting data (Whiteman 
et al., 2006a; Newsom et al., 2009). The uncertainty in the 
correction is therefore much less than 1 % and is excluded 
from the list above. 

A4 Data products tailored for different applications 

Different versions of the mixing ratio profiles are created 
to aid comparisons with different sensors. Simple averaging 
schemes are used to aid comparison of lidar profiles with 
other lidar instruments, while more sophisticated temporal 
and spatial smoothing is used to optimize comparison of li- 
dar data with radiosonde or satellite. All profiles except the 
raw data profile have been smoothed with a moving window 
filter the size of which varies from 30 m in the lowest part of 
the atmosphere to a maximum of 1200 m for altitudes beyond 
12 km. For altitudes above 12 km, the ALVICE lidar profiles 
possess vertical resolution of approximately 0.5-0.75 km us- 
ing the Verein Deutscher Ingeneure (VDI4210, 1999) defi- 
nition of vertical resolution for lidar systems. There also are 
four corrections that are applied to all water vapor profiles 
in these data files and the values of these corrections are 
given individually in the data files. The corrections are for 
water vapor mixing ratio overlap-dependence, temperature- 
dependence of Raman scattering, atmospheric differential 
transmission and the signal-dependent correction that is de- 
scribed in Sect. 5. The different vertically smoothed data 
products contained in the data files and their optimized uses 
are 

1 . a one-hour summation beginning at the time of the ra- 
diosonde launch, independent of altitude - convenient 
for comparison with another lidar instrument. 

2. a summation of all available data for a given night - con- 
venient for comparison with another lidar instrument. 

3. variable temporal and spatial smoothing to limit the ran- 
dom error, if possible, to less than 5 % - best for captur- 
ing short term variability in the water vapor field. 

4. “best estimate” product, which combines the above 
three processing schemes. The first three processing 
methods listed above have been studied previously 
(Whiteman et al., 2006c) and method 3 has proven 
to be preferred for satellite validation because of its 
ability to capture the high variability of lower tropo- 
spheric water vapor. Therefore, for MOHAVE-2009, 
this 4th data product, referred to as the “best estimate” 
product, was created. Borrowing from the philosophy of 
the DOE/ARM program (Ackerman and Stokes, 2003; 
Tobin et al., 2006), whereby the best available data are 
supplied as a function of altitude, the ALVICE best esti- 
mate profile is comprised of the 3 profiles listed above, 
including all corrections, along with a surface reference 
point derived from the surface reference data shown in 


Fig. 1. This best estimate product is intended to be the 
most accurate profile of atmospheric water vapor at the 
time of the radiosonde launch from the ALVICE lidar 
perspective. 

An illustration of the use of the best estimate product is 
provided in Fig. A7. In the left panel is shown a single pro- 
file comparison of the ALVICE best estimate profile, 1 h sum 
profile and all-night profiles for the radiosonde launch on 
25 October at 03:55 UT. There was a large gradient in wa- 
ter vapor near the surface that filled in as time passed so that 
the best estimate product, which used as little as two minutes 
of data in the composite profile in the lower atmosphere, was 
able to capture this dry feature. The 1 h and all-night sums 
show large differences from the sonde. The mean bias and 
RMS for 33 Vaisala RS92 and ALVICE best estimate, 1 h and 
all-night profile comparisons are shown in the middle and on 
the right of Fig. A7. The RMS difference between sonde and 
best estimate product is consistently less than the 1 h and all- 
night averages up to an altitude of approximately 7 km. The 
mean RMS for the best estimate, 1 h and all-night averages 
up to an altitude of 7 km are, respectively, 17, 22 and 50%. 
The mean biases for the three different ALVICE profile prod- 
ucts are 1.3, 2.5 and 25 %, respectively. Thus, for the entire 
MOHAVE-2009 campaign both in terms of RMS and bias, 
the technique of using variable temporal averaging is found 
to agree better with radiosonde below 7 km. The small ten- 
dency for the 1 h data to show lower RMS and bias than the 
best estimate product above 6-7 km may be an indication that 
the averaging time used in the best estimate product in this al- 
titude range should be increased. These results indicate that, 
in general, the best estimate profile provides a better repre- 
sentation of the state of the atmosphere at the time of the ra- 
diosonde launch than either the 1 h or all-night profiles. The 
large mean bias of the all-night data shown in the right panel 
of the figure implies that cases such as that illustrated in the 
left panel of the figure where a dry layer filled in during the 
night occurred with some frequency during MOHAVE-2009 
and that care should be taken in comparing extended aver- 
ages of lidar data with sensors that measure more rapidly 
such as those carried by radiosonde or satellite. 

A5 Total column water comparisons using GPS, 
radiosonde and lidar 

GPS total column water measurements can be considered a 
redundant source of calibration for Raman water vapor li- 
dar, according to recommendations of the GCOS Reference 
Upper Air Network (GRUAN) operational protocols. There- 
fore, it is interesting to compare the IPW measurements of 
the GPS that accompanies ALVICE on deployments with the 
RS92 and the lidar IPW during the MOHAVE campaign to 
assess the possible use of each as a calibration source for the 
Raman water vapor lidar. A more detailed comparison of the 
total column water measurements made during MOHAVE- 
2009 is performed in Leblanc et al. (2011). Therefore, here 
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Fig. A7. Left panel: comparison of best estimate, 1 h sum and “all-night” ALVICE profiles and the RS92 radiosonde launch on 25 October 
at 03:55 LIT. Mean RMS (middle panel) and bias (right panel) of the different ALVICE data products compared with all 33 RS92 radiosonde 
launches. The RMS and bias are calculated from the individual lidar-radiosonde comparisons with 100 m vertical binning up to 6 km and 
400 m binning above 6 km. 


we give just a brief description of the measurements made by 
the GPS system that accompanies the ALVICE trailer on its 
mobile deployments and compare those measurements with 
lidar and radiosonde. This system is the only “rover” within 
the international SuomiNet GPS network (Ware et al., 2000). 
It has been used previously as the calibration source for mo- 
bile Raman lidar water vapor measurements made during 
the International Water Vapor Project (IHOP) campaign held 
in the US Midwest in 2002 (Whiteman et al., 2006a, b) us- 
ing a similar calibration procedure as that developed within 
the DOE/ ARM program (Turner et al., 2002). During IHOP, 
comparisons made between lidar and frost point hygrome- 
ter (Whiteman et al., 2006a) and airborne water vapor lidars 
(Behrendt et al., 2007) showed agreement to generally better 
than 10%. 

During MOHAVE-2009, the SuomiNet GPS system with 
ID SA65 operated continuously from 10 October through 
most of 27 October 2009. The integrated precipitable water 
and pressure data from SA65 were combined with the tem- 
perature and RH data from the THPref instrument to provide 
a surface reference datafile containing RH, T , P , IPW and 
water vapor mixing ratio with a 5 min temporal resolution 
for the period 10-27 October, as previously shown in Fig. 1. 

In general, Raman lidar systems have difficulty with mea- 
surements at close ranges due to the influence of the lidar sys- 
tem overlap function (Harms et al., 1978). This can be seen 
to varying degrees in the MOHAVE-2009 archived data from 
the different Raman lidars. A correction has been applied to 
the ALVICE Raman lidar data for these near field effects. 
By carefully selecting radiosonde profiles in a manner sim- 
ilar to that described in Sect. A2, an overlap correction was 
derived as the mean ratio of radiosonde and lidar data for the 
selected profiles. This technique has been used successfully 



Fig. A8. Comparison of integrated precipitable water from the 
ALVICE lidar using the best estimate product and corrected RS92 
(black) andSuomiNet GPS (red). The lidar results are 4-5 % moister 
than both the radiosonde and GPS. 


previously (Turner et al., 2002; Whiteman et al., 2006c). The 
correction extends from the first reported lidar range bin, 
which is generally at 60 m a.g.l. to 1 .2 km a.g.l. and reaches a 
maximum of ~ 40 % at the closest ranges. The uncertainty in 
the correction is estimated to be approximately 10% based 
on the standard deviation of the lidar-radiosonde compar- 
isons in the overlap region. The combination of overlap- 
corrected lidar mixing ratio extending down to 60 m, along 
with a ground point derived from the ALVICE surface refer- 
ence data, improves the IPW calculated from lidar. It should 
be noted that as the alignment between the laser and the tele- 
scope field of view changes, the overlap function can be ex- 
pected to change. The ALVICE Raman lidar, however, in- 
cludes an automated bore-site alignment system that main- 
tains the alignment to within < 20 microradians. Because of 
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this stability of alignment, we do not see significant changes 
in the overlap function due to alignment changes. 

The IPW from SA65 and RS92 radiosonde were compared 
with the integrated precipitable water calculated from the 
best estimate ALVICE Raman lidar water vapor mixing ratio 
profile. The results are shown in Fig. A8. The mean ratio of 
IPW derived from lidar and IPW from RS92 and GPS were 
found to be 1.04 and 1.05, respectively, indicating that the 
lidar was approximately 5 % moister than either of these in- 
struments. This moistness with respect to the corrected RS92 
is consistent with the lower tropospheric dryness of the cor- 
rected RS92 versus FP shown in Fig. A3. 

Supplementary material related to this article is 
available online at: http://www.atmos-meas-tech.net/5/ 
2893/2012/amt- 5-2893-2012-supplement.zip. 
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